Introduction {#Sec1}
============

Progressive early onset scoliosis (EOS) can become a hazard to pulmonary development and function \[[@CR1], [@CR2]\]. Different "growth-friendly systems" and implants have been developed to control the scoliosis deformity and allow for continuous spinal growth and thereby support the truncal development. Traditional growing rods were widely used in severe EOS throughout the last decades, but required repeated surgical lengthening procedures under general anesthesia coupled with relatively high infection rates \[[@CR3], [@CR4]\]. Magnetically controlled growing rods (MCGRs) (Magec, NuVasive, San Diego, CA, USA) were introduced about 10 years ago with the first publication in 2012 \[[@CR5]\]. It is recommended for dual or single rod application according to the needs of the individual patient. MCGRs allow for non-invasive distraction of the rod construct by electromagnetic stimulation without sedation.

We combined a single MCGR to drive the concave lengthening with a contralateral passive sliding-rod construct on the convexity to improve the 3D deformity correction. An anchor site was added at the apex to increase the stability and aid for axial deformity correction \[[@CR6]\]. Dual rods instead of single rods have been advised in the traditional growing-rod treatment because of better correction, spinal growth, and lower implant-related complications \[[@CR7], [@CR8]\]. After MCGR became available, the dual MCGR rod construct has become a popular treatment in many centers despite the high initial implant cost \[[@CR5]\]. The advantages of a dual MCGR over a single MCGR construct has been advocated by a recent systematic review which found fewer implant-related failures including a lower frequency of rod breakage \[[@CR7]\]. The bilateral support of our proposed hybrid construct follows a dual-rod principle with added apical support and could reduce complications including rod breakage. Finally, costs using the MCGR can be reduced by obviating the need for surgical distractions and only requiring out-patient clinic visits \[[@CR9]\]. Moreover, reducing the initial device costs of a dual MCGR (20.000 USD) to a single MCGR (10.000 USD) could further reduce overall costs \[[@CR9]--[@CR11]\]. Substituting the second MCGR with an inexpensive gliding construct anchored apically with one or two pedicle screws could further reduce overall costs. Therefore, utilizing a single MCGR in this hybrid concept may improve 3D correction and spinal balance at a reduced cost.

The aim of this study was to investigate both the 3D correction, the spinal growth and the complication rate of our new hybrid growing-rod--sliding-rod concept. We report the combined results from two European scoliosis centers: U and A.

Materials and methods {#Sec2}
=====================

Study design {#Sec3}
------------

A retrospective cohort study of all consecutive EOS patients irrespective etiology, treated with the hybrid MCGR and apical control from September 2014 to June 2016 at U and A spine centers was evaluated. The inclusion criteria for this study and MCGR hybrid surgery were: skeletal immaturity, progressive scoliosis, and a major curve of more than 45°. A sample size of 18 was attained by selecting all patients who received the hybrid MCGR at any time at one of the two institutions and had a minimum of 2-year follow-up. We report preoperative, postoperative, 6 months, 1 year, 2 years, and last follow-up results including spinal growth, 3D correction, complications, and re-operations. Data collection and data storage were approved in accordance with the national guidelines for research ethics and data protection. This study followed the STROBE guideline for reporting observational studies \[[@CR12]\].

Surgical techniques {#Sec4}
-------------------

The patients were placed in balanced prone position without traction. Standard infection prevention precautions were taken including perioperative intravenous antibiotics. Topical wound administration (e.g., Vancomycin) was not applied in any of the patients. A posterior midline approach was used at the three strategic anchor sites for pedicle screw placement, identified by fluoroscopy. Commercially available pediatric spine implants for 4.5- or 5.5-mm rods including MCGR were used. On the concave side, a contoured MCGR was tunneled subfascially and mounted at the proximal and distal anchor sites. On the convex side, a unilateral pedicle screw anchor site was added at the apex and used to mount the pre-assembled contoured passive sliding-rod construct, bridging the intermediate unexposed segments of the spine. The apex of the spine was identified intra-operatively and approached with a separate incision. The rods were contoured before insertion to accommodate proximal kyphosis and distal lordosis, to facilitate deformity correction, and to avoid proximal and distal junctional failures. Obviously, the actuator of the MCGR remains problematic also in this hybrid strategy. However, since the MCGR is positioned in the concavity, there is more margin for positioning without prominence as this side is typically deeper. On the more superficial convex side, the sliding rod can be contoured in any shape which is an advantage.

The passive sliding construct on the convex side differed between our two centers. In U, the 5.5 mm K2M Mesa® and Magec® systems were used. One long apical anchored rod was allowed to slide through proximal and distal parallel connectors. The parallel connectors had an oversize hole at the sliding-rod connection which was left open without set-screw (5.5 mm-diameter hole for a 4.5 mm rod) (Figs. [1](#Fig1){ref-type="fig"} and [2](#Fig2){ref-type="fig"}). In A, the Xia® and K2M Mesa® 4.5 or 5.5 CD Legacy® system and Magec 4.5 or 5.5 rods were used. The CB system was used for the convex side; three 4.5 mm rods assembled with two longitudinal connectors as growth tubes; each unlocked at one end to enable passive sliding between the three anchoring sites (Fig. [3](#Fig3){ref-type="fig"}).Fig. 1Combined single magnetic rod and parallel block sliding rod system in a 7-year-old girl with spinal muscular atrophy type 2: **a** frontal radiographs made preoperatively, **b** postoperative, and **c** at the time of final follow-up, and **d** sagittal radiographs made preoperatively, **e** postoperative, and **f** at the time of last follow-upFig. 2Combined single magnetic rod and parallel block sliding rod system in an 8-year-old girl with idiopathic scoliosis: frontal radiographs made **a** preoperative, **b** postoperative, and **c** at the time of final follow-up. Sagittal radiographs made **d** preoperative, **e** postoperative, and **f** at the time of last follow-upFig. 3Combined single magnetic rod and CB system in an 11-year-old girl with cerebral palsy: **a** frontal radiographs made preoperatively, **b** postoperative, and **c** at the time of final follow-up, and **d** sagittal radiographs made preoperatively, **e** postoperative, and **f** at the time of last follow-up

MCGR distraction by external magnetic stimulation was conducted on an out-patient basis at 2.5--3-month intervals based on the manufacturer instructions \[[@CR13]\]. Biplanar scoliosis radiographs were taken postoperatively and at 6-month intervals to balance between radiation exposure and adequate follow-up of the MCGR. Failure to distract was defined as a combination of multiple instances of slippage of the MCGR's internal mechanism (resulting in an audible clunking sound and failure of the internal magnet to distract the MCGR) and a lack of any MCGR distraction on consecutive radiographs.

Data collection {#Sec5}
---------------

Electronic patient files were reviewed for complications, re-operations, and distraction failures of the MCGR. Digital biplanar scoliosis radiographs were evaluated using Surgimap 2.2.14 spine measurement software (Nemaris Inc, New York, NY, USA). An investigator from each center performed the measurements. To reduce potential bias, the numbers were cross-audited and eventual discrepancies were solved with consensus. Scoliosis Cobb angle as well as the kyphosis (T4--T12) and lordosis (L1--L5) angles were measured. The rotation of the apical vertebra was measured according to the Nash--Moe method, because neither one of our centers have ultra-low-dose 3D-imaging (e.g., EOS3D) available, and CT imaging is only applied on clinical indication to minimize the radiation exposure \[[@CR14]\]. MCGR actuator diameter (narrow part 9.02 mm, wide part 10.50 mm) was applied to calibrate the radiographs for height measurements. T1--T12 height, T1--S1 height, and instrumented height were measured as the perpendicular distance between horizontal lines through the midpoints of the chosen vertebral endplates on coronal radiographs (Fig. [4](#Fig4){ref-type="fig"}a). The T1--S1 freehand measures represent a spinal length with a line drawn through the exact midpoint of the upper and lower endplates of every vertebra resulting in a line following the contour of the spine to achieve a more precise spinal length measurement. The Surgimap Free Rod tool was used for this measure by trailing the center points of the vertebral body endplates (Fig. [4](#Fig4){ref-type="fig"}b). The distraction length was measured on the MCGR. Growth rates were calculated based on the measurements from the first postoperative radiographs to the time point of the respective follow-ups. Furthermore, apical translation, coronal balance, and sagittal balance (in ambulatory patients) were measured to assess whether the deformity correction affected the global balance of the spine.Fig. 4T1--S1 spinal length measurements: T1--S1 height measurement example (Fig. [1](#Fig1){ref-type="fig"}a) and T1--S1 freehand example (Fig. [1](#Fig1){ref-type="fig"}b)

Statistics {#Sec6}
----------

Descriptive statistics and statistical analysis were performed with IBM SPSS Statistics 24.0 (IBM Corp. Armonk, New York, NY, USA) with a level of significance of *p* \< 0.05. Postoperative and last follow-up outcomes were analyzed with paired *t* tests. Wilcoxon signed-rank test was used for data appearing non-normally distributed.

Results {#Sec7}
=======

Patient demographics {#Sec8}
--------------------

A total of 18 patients were included, followed up, and analyzed; 9 patients from each center, including 14 primary cases, and 4 conversion cases from traditional growing rods (Table [1](#Tab1){ref-type="table"}). Of the 14 primary cases: 10 patients failed initial brace treatment, and 4 had curves not suited for brace treatment. All the patients were skeletally immature, mean age 9.9 ± 2.9 years (range 6--18) with the oldest patient having a bone age of 11 years. All had a progressive scoliosis and an average Cobb angle of 65° ± 12° (range 46--86). The Cobb angle reduction of the primary cases was 57% and the Cobb angle for the conversion cases was 7%, compared to the initial curve. The conversion surgery itself yielded little extra correction, because the spines were stiff or had partial support by the previous system applied. The etiology was 50% neuromuscular (*n* = 9), 33% idiopathic (*n* = 6), and 17% syndromic (*n* = 3). Mean overall surgery time for MCGR implantation procedure was 193 min (range 96--278) and their average hospital admission time was 5.4 days (range 1--12). The average follow-up time was 3 years (range 2--3.7).Table 1Patient demographicsAll (*n* = 18)U (*n* = 9)A (*n* = 9)No. of patients (male:female)4:143:61:8MCGR case (primary:conversion)14:48:16:3Etiology (Neuromuscular:Idiopathic:Syndromic)9:6:34:4:15:2:2Age at the time of MCGR surgery (year)9.9 (6.4--18.1)8.0 (6.4--9.3)11.7 (6.9--18.1)^a^Surgery time (min)194 (96--278)200 (135--278)187 (96--260)Days of admission (days)5.4 (1--12)6.4 (3--12)4.3 (1--7)Instrumented levels (no. of levels)14 (11--16)13 (11--16)14 (12--16)Postoperative FU from MCGR surgery (mos)37 (26--47)38 (29--47)35 (26--47)^a^Skeletally immature, 5--7 years delayed according to hand bone age

Radiographic outcomes {#Sec9}
---------------------

The Cobb angle of the primary cases changed from mean 65° ± 13° preoperatively to 28° ± 12° postoperatively (55% reduction). The mean frontal Cobb angle of the conversion cases was 64° ± 11° at fist surgery and 38° ± 9° at conversion. This curve was reduced considerably less as expected to 35° ± 6° (Table [2](#Tab2){ref-type="table"}). For all cases (primary and conversions) reduction from initial until after conversion was 59° ± 17° to 30° ± 11° (Table [3](#Tab3){ref-type="table"}). This angle slightly increased to 37° ± 12° at latest follow-up, *p* \< 0.001 (95% CI 3.3--10.3) (Fig. [5](#Fig5){ref-type="fig"}). Individual demographics for every patient are visible in Table [2](#Tab2){ref-type="table"}. Rotation of the apical vertebra improved from mean 27° ± 8° to 20° ± 9° postoperatively, but was partially lost to 23° ± 9° during follow-up, *p* = 0.261 (95% CI − 2.5--8.6). Kyphosis and lordosis both increased by an average of 5° during follow-up (Table [3](#Tab3){ref-type="table"}). T1--S1 height increased from average 337 ± 31 mm postoperatively to 361 ± 39 mm at last follow-up, *p* \< 0.001 (95% CI 13.5--33.3) (Fig. [6](#Fig6){ref-type="fig"}). Spinal T1--S1 growth rate averaged 10 mm/year over 3 years until last follow-up (Table [4](#Tab4){ref-type="table"}). There was no difference in growth rate between conversion and primary cases (Table [2](#Tab2){ref-type="table"}). None of the patients reached the maximum distraction point of the rod during follow-up.Table 2Primary vs. conversion: angle and spinal growth rates (mean ± SD; range)Pre-op major curve (*n* = 18) (deg)Post-op major curve (*n* = 18) (deg)Last FU major curve (*n* = 18) (deg)T1--T12 length gain rate post-op to last FU (*n* = 18) (mm/year)T1--S1 length gain rate post-op to last FU (*n* = 18) (mm/year)Instrumented gain rate post-op to last FU (*n* = 18) (mm/year)Primary65 ± 13(46--86)28 ± 12(8--49)38 ± 14(19--67)6.1 ± 5.6(− 3.6--19.3)10.2 ± 9.2(− 0.3--30.3)9.1 ± 7.2(− 0.4--21.4)Conversion38 ± 9(26--47)35 ± 6(29--43)33 ± 5(28--39)8.8 ± 4.4(5.6--15.3)10.5 ± 6.4(4.7--19.5)8.9 ± 5.4(.04--16.2)*Pre-op* radiograph before MCGR implantation surgery, *Post-op* radiograph before discharge from hospital, *FU* follow-upTable 33D correction: angle, rotation, or distance (mean ± SD; range)Pre-op (*n* = 18)Post-op (*n* = 18)Last FU (*n* = 18)Change pre-op to post-op (*n* = 18)Change post-op to 2-year FU (*n* = 18)Change post-op to last FU (*n* = 18)Frontal Cobb (deg)65 ± 12\*(46--86)30 ± 11(8--49)37 ± 12(19--67)− 35 ± 12(− 16--65)6 ± 7(− 4--18)7 ± 7(− 4--18)Rotation Nash--Moe (deg)27 ± 8(13--42)20 ± 9(5--36)23 ± 9(6--41)− 7 ± 9(− 26--11)1 ± 10(− 15--22)3 ± 11(− 15--26)Apical translation (cm)5.5 ± 2.7(1.5--11.1)2.7 ± 1.6(0.1--5.5)2.8 ± 1.6(0.3--6.0)− 2.8 ± 2.2(− 8.1--0.2)0.1 ± 1.6(− 2.5--3.9)0.1 ± 1.8(− 2.7--3.9)Coronal balance (cm)2.2 ± 1.4(0.3--5.5)1.9 ± 1.8(0.1--6.5)1.5 ± 1.6(0.1--5.6)− 0.2 ± 2.1(− 3.5--4.2)− 0.3 ± 2.7(− 4.6--6.3)− 0.4 ± 2.3(− 4.0--6.4)Kyphosis T4--T12 (deg)27 ± 19(2--67)20 ± 12(4--53)24 ± 17(0--62)− 7 ± 15(− 47--13)3 ± 11(− 21--29)5 ± 11(− 21--29)Lordosis L1--L5 (deg)37 ± 17(6--65)34 ± 13(17--57)40 ± 13(13--64)− 3 ± 12(− 26--15)5 ± 9(− 8--26)5 ± 10(− 8--31)Sagittal balance^†^ (cm)3.7 ± 2.0(0.0--6.3)4.0 ± 2.6(0.0--9.6)3.1 ± 2.4(0.2--7.9)− 0.4 ± 2.4(− 2.8--3.9)− 1.5 ± 3.4(− 7.3--5.6)− 0.9 ± 3.9(− 8.5--5.6)*Pre-op* radiograph before MCGR implantation surgery, *Post-op* radiograph before discharge from hospital, *FU* follow-up\*Pre-primary values applied for all conversion cases (59° ± 17° if values before magnetic rod implantation)^†^Only in ambulatory patientsFig. 5Frontal Cobb Angle: error bars represent the 95% confidence intervalsFig. 6T1--S1 height: error bars represent the 95% confidence intervalsTable 4Height measurements and spinal growth rates (mean ± SD; range)Pre-op (*n* = 18) (mm)Post-op (*n* = 18) (mm)Last FU (*n* = 18) (mm)Length gain rate post-op to 1-year FU (*n* = 18) (mm/year)Length gain rate post-op to 2-year FU (*n* = 18) (mm/year)Length gain rate post-op to last FU (*n* = 18) (mm/year)T1--S1313 ± 39(270--387)337 ± 31(304--392)361 ± 39(313--449)13.2 ± 12.5(− 7.0--30.3)11.2 ± 9.4(− 6.6--30.3)10.3 ± 8.5(− 0.3--30.3)T1--T12196 ± 22(165--237)208 ± 17(187--242)223 ± 22(185--278)9.0 ± 7.2(− 1.9--21.7)7.5 ± 5.5(− 1.1--19.3)6.7 ± 5.4(− 3.6--19.3)Instrumented239 ± 40(173--308)259 ± 39(189--340)281 ± 46(199--364)14.0 ± 10.7(− 9.0--37.3)9.6 ± 9.6(− 15.3--29.9)9.1 ± 6.7(− 0.4--21.4)Freehand T1--S1 coronal352 ± 33(312--404)375 ± 41(320--475)11.1 ± 15.8(− 20.5--39.4)10.8 ± 11.5(− 6.9--37.3)10.2 ± 10.1(0.2--37.3)Freehand T1--S1 sagittal355 ± 31(310--405)379 ± 40(316--448)12.3 ± 13.0(− 16.2--31.8)11.0 ± 8.1(− 1.3--29.1)10.3 ± 7.5(− 1.3--23.8)*Pre-op*radiograph before MCGR implantation, *Post-op* radiograph before discharge from hospital, *FU* follow-up

The average apical translation (deviation from the midline) was 5.5 ± 2.7 cm and improved to 2.7 ± 1.6 cm and remained stable at 2.8 ± 1.6 cm at last follow-up. Coronal balance (deviation of the C7 plumb line from the sacral midline) changed 2.2 ± 1.4 cm to 1.9 ± 1.8 cm postoperatively to 1.5 ± 1.6 cm at last follow-up. The sagittal balance in ambulatory patients (*n* = 12) changed from 3.7 ± 2.0 cm to 4.0 ± 2.6 cm postoperatively and to 3.1 ± 2.4 cm at last follow-up (Table [5](#Tab5){ref-type="table"}).

Complications {#Sec10}
-------------

No intraoperative or perioperative procedure-related adverse events were registered. Five unplanned surgeries occurred in 4 out of 18 patients (22%). There was a total of 9 implant-related complications in 6 out of 18 patients (33%) (Table [5](#Tab5){ref-type="table"}). In four patients, the system was converted to a different growing-rod construct. There were four nonsurgical complications. Detailed overview of complications is visible in Table [2](#Tab2){ref-type="table"}. No superficial or deep infections or material failures (e.g., screw pull out) were experienced. We did not see obvious PJK (\> 10°) at the final follow-up. The average implant-related complication rate of our merged data was 0.18 per patient per year. There was a non-significant difference between the average weight of patients with and without complication, 34 kg versus 29 kg, *p* \< 0.312 (95% CI − 5.3--15.6), respectively. During the revision surgery, metallosis was found at the actuator to rod junction. During revision, we did not observe obvious fusions. We did not exchange the MCGR with a new MCGR, the MCGRs that were removed typically failed to distract when removed.Table 5Demographics; individual details and complications\#Age (year)SexSurgery before MCGRScoliosis typeWeight before surgery (kg)MCGR size (mm)MCGR distraction (mm)Pre-pri-marymajor curve (deg)Pre-op mcgr major curve (deg)Post-op mcgr major curve (deg)Last FU major curve (deg)ComplicationsU17.5FNoNM215.526--542737--U28.2MNoIdio285.514--471022--U36.7FNoNM255.519--801519--U49.0FNoNM185.515--764041--U58.7FYesSyn224.53060424339\#1) MCGR rod breakage between the actuator and distal fixation after 2.5 years. Revised to other growth friendly systemU69.3MNoIdio325.512--864967\#1) Distraction failure after 2.0 years. Asymptomatic and currently without curve progression. Watchful waiting†U78.8MNoNM255.514--684861--U87.2FNoIdio375.56--542441\#1) Distraction failure. Distraction under general anesthesia unsuccessful and MCGR and tested defective after removal. Revised after 2.1 years to other growth-friendly system. †U96.4FNoIdio215.514--582435--A16.9FNoNM164.522--732727--A29.8FYesIdio364.53160262930\#1) Distraction failure after 2.1 years. Resolved with distraction under general anesthesia^†^\#2) Back pain and clinically reduced distractions after 2.9 years. Hand bone age was 1.5 older than her chronologic age. Final fusion performed instead of revisionA310.2FNoNM405.521--842944--A418.1\*FYesNM325.52280473128--A511.7FNoNM505.59--643137\#1) Distraction of \< 2 mm during the first 2 lengthenings. MCGR distraction achieved at 9 months and at subsequent lengthenings (no surgery)\#2) Progressive trunk shift after 1.6 years solved by conversion of the caudal passive sliding construct to TGR principle. ‡A612.2FNoSyn254.56--46822\#1) Progressive trunk shift due to secondary lumbar curve progression 5 months post-op. ‡ Corrected by conversion to TGR principle of the sliding rod and 4 subsequent surgical distractions\#2) Sustained Th1 + Th2 fracture (AO type A1) after falling from a standing height 2 month after trunk shift revision. Not related to the scoliosis treatment. Treated conservatively with cervicothoracic bracing. No sequelaeA712.6FNoNM274.530--633537--A812.9MYesSyn435.51557373536--A911.1FNoIdio465.520--573238--*Age* at time of primary MCGR implantation, *Pre-Primary major curve* major curve before any scoliosis surgery, *FU* follow-up, *M* male, *F* female, *NM* neuromuscular scoliosis, *Syn* syndromic scoliosis, *Idio* idiopathic scoliosis\*Skeletally immature, 5--7 years delayed according to hand bone age^†^Distraction failure: combination of multiple instances of slippage of the MCGR's internal mechanism (resulting in an audible clunking sound and failure of the internal magnet to distract the MCGR) and a lack of any MCGR distraction on consecutive radiographs^‡^Trunk shift: lateral deviation of the center of the trunk

Discussion {#Sec11}
==========

These medium-term follow-up results suggest that a combination of a single concave MCGR and a contralateral passive sliding system with apical control is feasible and safe. The MCGR Hybrid was able to correct and maintain alignment and growth comparable to other MCGR results \[[@CR15]--[@CR18]\]. The observed slight increase of the major curve is a well-known phenomenon that has been observed with all other growth-friendly systems including MCGR, as well \[[@CR3], [@CR16]--[@CR18]\]. This slight loss of correction over time did not mandate revision in any of the patients. Rotation in the apex after surgery did not change significantly over time. The minimal increase in rotation could indicate that this hybrid has apical control, although this assessment on plain X rays is relatively inaccurate. The mean T1S1 growth rate of 10 mm/year over 3 years is well acceptable and in accordance to physiological growth \[[@CR19], [@CR20]\]. In general, we have the experience that conversion patients have a stiffer spine. This is not obvious in terms of growth from our results. Growth is better than the 3--4 mm/year reported in MCGR papers with similar follow-up time \[[@CR17], [@CR18]\]. Sankar et al. investigated length gain achieved with every distraction of TGR \[[@CR21]\]. They found that length gains decreased with every additional lengthening over time. More recently, Cheung et al. found similar reduced lengthenings with MCGR \[[@CR22]\]. We found higher distraction rates in the first-year results (13 mm/year) compared to the distraction rate in the period from 1 year until last follow (7 mm/year distraction). This supports our general impression of diminishing returns with the MCGR over time \[[@CR21], [@CR22]\]. Whether our protocol of distraction every 3 months up to stalling of the actuator is the most optimal to prevent diminishing returns remains to be determined. Other publications have done this on a monthly basis or semi-annually \[[@CR21], [@CR22]\].

The MCGR that were removed typically failed to distract and were send for analysis to the manufacturer. Unfortunately, this did not give more insight in the failure mechanism. The sliding construct did not show failures.

Currently, no publication has reported on spinal balance outcomes after MCGR surgery. Akbarnia et al. investigated balance in a group of the traditional growing-rod EOS patients with a comparable minimum 2-year follow-up time \[[@CR23]\]. The coronal balance (deviation from the midline) with growing rods changed from 2.8 to 1.8 cm and was 2.0 cm at the latest follow-up or post-final fusion. The sagittal balance in growing rods (C7 plumb line deviation) changed from 3.7 to 2.3 cm after surgery to 3.9 cm at last follow-up \[[@CR23]\]. If we compare our MCGR results with the traditional growing rods, we find that the coronal balance was comparable and that the sagittal balance in our group did improve (0.6 cm). While encouraging, our group is too small to conclude a benefit in balance from the hybrid system.

Growth-friendly surgeries have high rates of both planned and unplanned surgeries because of surgical lengthening's and complications, respectively \[[@CR4]\]. MCGR has reduced planned re-operations by shifting from surgical to nonsurgical lengthening. However, unplanned surgeries because of complications do occur. MCGR studies with a minimum 2-year follow-up report that patients requiring unplanned surgery ranged from 39 to 75%. 92 patients combined from four studies experienced 17 cases of a nonfunctioning MCGR and 12 cases of rod fracture requiring unplanned surgery (a total of 31%) \[[@CR15], [@CR16], [@CR24], [@CR25]\]. Our cohort consisting of 18 patients experienced two cases of a non-distracting MCGR after implantation and one rod fracture requiring unplanned reoperation (a total of 17%). The implant-related complications (including complications not requiring unplanned surgery, e.g., temporary distraction failures or painful distractions) ranged from 48 to 75% in studies with a minimum 2-year follow-up \[[@CR16], [@CR24], [@CR25]\]. One study reported a complication rate of 0.23 per patient per year \[[@CR25]\]. Our results show a comparable or lower complication rate of 0.18 per patient per year. We found that the average time until conversion (from MCGR hybrid to other growth-friendly systems) was 1.7 years. In one patient, this reoperation was at 6 months because of a progressive trunk shift due to too high distal level of instrumentation. Whether one sliding-rod configuration should be preferred cannot be determined based on the limited data and different patient groups. Some complications were due to failure of rod distraction and it has been suggested that this is possibly due to increased body habitus (weight, height, and BMI) and increased distance between external magnet and MCGR actuator in some patients. Although our patient group is too small to draw conclusions, we did not see an obvious relation between body weight and failure. However, we did not correct for BMI.

Several studies have been published regarding cost estimates of MCGR treatment in different health care systems. The general conclusion is that the reduced number of surgeries outweighs the high initial implant cost \[[@CR5], [@CR7], [@CR15], [@CR16]\]. The results of our study, with a hybrid construct using only one MCGR, indicate performance in terms of efficacy and safety that are at least on par with dual MCGRs. Although the installation of the sliding rod on the contralateral side is a bit more challenging than an MCGR, these extra 10--20 min are probably cost-effective as the cost of the implants is reduced by about 9.000 USD. These results are far from ideal, but are currently the most optimal of all documented growth-friendly techniques. Whether the additional apical control is another advantage for 3D correction and biomechanical stability is yet to be examined.

Limitations {#Sec12}
-----------

The current results are at interim. Since more complications were experienced in patients with longer follow-up time, more complications are to be expected until final fusion or end of growth. Systematic errors in radiographic measurements is a potential bias (e.g., using the wrong levels in T1--S1 height). Therefore, all the outcomes were measured on five time points (postoperatively, 6 months, 1 year, 2 years, and latest follow-up) and cross-audited by two observers for discrepancies. The standard T1--S1 height measurement can increase by a reduction in major curve or kyphosis over time. To reduce this problem, we added T1--S1 freehand measurements in both coronal and sagittal planes. We included patients from two spine centers and included cases with the previous growth rod instrumentation systems who were switched to the MCGR hybrid which might be confounding the outcome of this study. However, nothing indicates that these factors (positively) influenced our results, although there may be a bias towards only inclusion of patients with an obvious dominant curve that could be treated with this strategy. We found out that for Lenke 3 or other obvious double curve configuration, this technique is probably not a good strategy. On the other hand, the patients were relatively old and some were conversion cases. In hindsight, it is arguable if the MCGR was really worth the high complication rate of this treatment for some of the patients. We believe that an age between 8 and 10 years and failed bracing is the ideal indication.

Conclusions {#Sec13}
===========

This is the first report on medium-term results of a hybrid concept that consists of a single MCGR for concave distraction combined with a contralateral passive gliding rod construct with apical control. The 3D correction is good and spinal growth is preserved. The complication rate is fairly low, which suggests a cost-effectiveness as compared to dual MCGR treatment.

Key points {#Sec14}
==========

This study reported the medium-term results of 18 EOS patients treated with an MCGR hybrid of a single concave MCGR combined with a convex sliding rod with a minimum follow-up of 2 years.The MCGR hybrid is safe and effective in the treatment of EOS.The complication rate is fairly low and only uses one MCGR rod which suggests a cost-effectiveness as compared to dual MCGR treatment.
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